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Interrater and Intrarater Reliability of
Arthroscopic Measurements of Articular Cartilage
Defects in the Knee
David C. Flanigan, MD, James L. Carey, MD, MPH, Robert H. Brophy, MD, William C. Graham, MD, Alex C. DiBartola, BS,
David Hamilton, MD, Haikady N. Nagaraja, PhD, and Christian Lattermann, MD
Investigation performed at the Department of Orthopaedics, The Ohio State University, Columbus, Ohio
Background: Cartilage lesions of the knee are difﬁcult to treat. Lesion size is a critical factor in treatment algorithms, and
the accurate, reproducible sizing of lesions is important. In this study, we evaluated the interrater and intrarater reliability
of, and correlations in relation to, various arthroscopic sizing techniques.
Methods: Five lesions were created in each of 10 cadaveric knees (International Cartilage Repair Society grade 3C).
Three orthopaedic surgeons used 4 techniques (visualization and use of a 3-mm probe, a simple metal ruler, and a sliding
metallic ruler tool) to estimate lesion size. Repeated-measures data were analyzed using a mixed-effect linear model. The
differences between observed and gold-standard (plastic mold) values were used as the response. Intraclass and in-
terclass correlation coefﬁcient (ICC) values for intrarater and interrater reliability were computed, as were overall corre-
lation coefﬁcients between measurements and gold standards.
Results: The mean lesion size was 2.37 cm2 (range, 0.36 to 6.02 cm2). Rater, lesion location and size, and mea-
surement method all affected the cartilage defect measurements. Surgeons underestimated lesion size, and measure-
ments of larger lesions had a higher percentage of error compared with those of smaller lesions. When compared with
plastic molds of lesions, 60.5% of surgeon measurements underestimated lesion size. Overall, the correlation between
measurements and gold standards was strongest for the simple metal ruler method and weakest for the visualization
method.
Conclusions: Several factors may inﬂuence arthroscopic estimation of cartilage lesion size: the lesion location, mea-
surement tool, surgeon, and defect size itself. The intrarater and interrater reliability was moderate to good using a 3-mm
probe, sliding metallic ruler tool, or simple metal ruler and was fair to moderate using visualization only.
Clinical Relevance: There is a need for more accurate methods of determining the size of articular cartilage lesions.
C
artilage lesions are common in the general and athletic
populations1-3. Current algorithms rely on the size and
location of the defect to direct treatment recommenda-
tions4-8. Speciﬁcally, cartilage lesion size may be an important
factor in determining clinical outcomes9,10. Preoperative magnetic
resonance imaging (MRI) yields inaccurate estimates of lesion size
and may overlook other defects in the knee11-14. Cartilage defects
often are larger than appreciated on MRI because of hidden de-
laminations or unstable cartilage ﬂaps surrounding the defect.
Therefore, the gold standard for sizing cartilage defects of the knee
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has been the direct measurement of defect size during arthroscopic
knee surgery, commonly based on post-debridement arthroscopic
sizing. Novel sizing methods, such as ultrasound examination,
have been introduced as clinically feasible mechanisms for the
diagnosis of cartilage lesions at the time of arthroscopy, but direct
visual measurement still remains the gold standard15.
TABLE I Randomization Process*
Visualization
Surgeon 1 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 2 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 3 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Simple metal ruler
Surgeon 1 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 2 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 3 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
3-mm probe
Surgeon 1 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 2 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 3 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Sliding metallic ruler
Surgeon 1 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 2 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
Surgeon 3 Randomization Arthroscopy of knees 1-10
Re-randomization Arthroscopy of knees 1-10
*A total of 240 arthroscopies were performed (80 per surgeon).
TABLE II Summary Statistics for Gold-Standard (GS) Defect Sizes and Related Estimates by Measurement Method*
GS, N = 10 (cm2) Least-Squares Estimate of the GS Mean Value (95% CI) (cm2)
Location Mean Std. Dev. Range 3-mm Probe Sliding Metallic Ruler Simple Metal Ruler Visualization
LFC 2.351 1.2693 0.74-4.61 1.578 (1.184-1.972) 1.915 (1.305-2.526) 1.822 (1.334-2.309) 2.417 (1.722-3.112)
MFC 2.897 1.4083 1.13-6.02 1.803 (1.339- 2.267) 2.044 (1.428-2.661) 2.318 (1.651-2.985) 2.462 (1.751-3.228)‡
Patella 2.552 1.0262 0.93-4.29 2.089 (1.526-2.652) 2.196 (1.748-2.643) 2.331 (1.734-2.928) 2.230 (1.619-2.839)
Tibia 0.725 0.2337 0.36-1.08 0.594 (0.477-0.710) 0.792 (0.654-0.929) 0.680 (0.565-0.794) 0.931 (0.791-1.070)
Trochlea 3.320 1.2265 1.40-5.19 1.951 (1.614-2.287) 2.257 (1.867-2.647) 2.481 (1.979-2.982) 2.177 (1.771-2.584)
*Samples from the trochlea had the largest defect areas, followed by the medial femoral condyle (MFC), the lateral femoral condyle (LFC), and the patella. The tibial
defects were the smallest. ‡Excluding 1 outlier.
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The reported accuracy of arthroscopic sizing of defects
varies in the current literature16. Arthroscopic assessment was
found to overestimate lesion size when compared with ar-
throtomy for the sizing of defects in 2 European studies17,18.
These studies comprised a total of 440 lesion measurements
at the time of initial arthroscopic assessment using an arthro-
scopic probe and subsequent open measurement with a ruler at
the time of arthrotomy. In contrast, a recent study found that
arthroscopy generally underestimated the true size of defects
based on a plastic mold of the lesion19. Furthermore, in that
study, the size of the defect and the measurement device used
affected the accuracy of measurement.
Limitations of the previous studies prevented conclusive
application to clinical practice. All involved single measure-
ments by surgeons with different ranges of experience, and various
unmeasured factorsmay have inﬂuenced the accuracy of sizing and
potentially biased the conclusions17-19. Additionally, these studies
did not evaluate interrater or intrarater reliability. Current clinical
trials often utilize a single sizing mechanism for measuring car-
tilage defects, and a better understanding of which sizing
mechanism is most reproducible and accurate is needed20,21.
We evaluated the interrater and intrarater reliability of the
sizing of cartilage defects using common arthroscopicmeasuring
devices. Our hypothesis was that the interrater and intrarater
reliability would be high.
Materials and Methods
The experiments were performed on 10 fresh human cadaveric knee spec-imens from mid-femur to mid-tibia. No previous surgery had been per-
formed on any of the knees. Knees were mounted to an arthroscopic leg holder.
Through a 10-cm midline incision, a medial parapatellar incision was made.
Through this incision, 5 discrete lesions were created in each knee, 1 in each of
the following locations: the medial femoral condyle, the lateral femoral condyle,
the medial tibial plateau, the trochlea, and the patella. An independent team
made all of the study cartilage lesions. In each location, the lesions were ran-
domly assigned a size and shape (circular, oval, or amorphous), such that lesion
shapes and sizes were equally distributed among locations (tibial lesion size was
limited due to anatomical limitations). Core punches of known size were used to
make the initial defects, followed by the use of curets to complete full-thickness
cartilage defects (International Cartilage Repair Society grade 3C). As previously
established, a plastic mold (Friendly Plastic; AMACO) was created for each
defect
19
. This mold represented our gold standard for accurate sizing of each
defect, and no lesion debridement was performed by surgeons prior to lesion
measurements. Molds then were painted black using permanent marker and
subsequently scanned into a computer. Using commercially available software
(Adobe Acrobat 7.0 Professional; Adobe Systems) the area of each gold-standard
plastic mold was determined. All study knees were then closed in layers.
Three sports medicine fellowship-trained orthopaedic surgeons partici-
pated in this study. Each surgeon used a standard arthroscopic camera and irrigation
system (Smith & Nephew). Four unique techniques were used to estimate cartilage
defect area. First, each surgeon visually estimated the size of the defects through the
arthroscopic camera, without the aid of mechanical instrumentation (referred to as
Fig. 1
Box plot of the gold-standard values for defects created in the lateral
femoral condyle (LFC) (range, 0.74 to 4.61 [as shown in red: 10th per-
centile, 0.808; 25th percentile, 1.465; median, 2.065; 75th percentile,
3.185; and 90th percentile, 4.592]), the medial femoral condyle (MFC)
(range, 1.13 to 6.02 [10th percentile, 1.145; 25th percentile, 2.04; me-
dian, 2.72; 75th percentile, 3.545; and90th percentile, 5.81]), the patella
(range, 0.93 to 4.29 [10th percentile, 1.01; 25th percentile, 1.77; me-
dian, 2.31; 75th percentile, 3.275; and 90th percentile, 4.25]), the tibia
(range, 0.36 to 1.08 [10th percentile, 0.37; 25th percentile, 0.5575;
median, 0.695; 75th percentile, 0.9625; and 90th percentile, 1.072]),
and the trochlea (range, 1.40 to 5.19 [10th percentile, 1.45; 25th
percentile, 2.6125; median, 3.13; 75th percentile, 4.23; and 90th
percentile, 5.189]).
TABLE III Overall Intrarater and Interrater Reliability*
Measurement Method Intrarater ICC (95% CI) Interrater ICC (95% CI)
3-mm probe 0.6371 (0.4062-0.7915) 0.5612 (0.3895-0.6952)
Sliding metallic ruler 0.7001 (0.4970-0.8305) 0.6170 (0.4596-0.7368)
Simple metal ruler 0.6352 (0.4035-0.7903) 0.5882 (0.4232-0.7155)
Visualization 0.5067 (0.2318-0.7067) 0.3096 (0.0964-0.4956)
*The ICC values represent the intrarater and interrater reliability of all measurements of femoral defects across all tools, excluding the
gold-standard measurements.
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visualization). This step was repeated for each knee in a random fashion (Latin
square randomization), before measurements with instruments, such that sur-
geons were randomly assigned knees for measurement.
Surgeons then measured all defects in all 10 knees (50 defects per
surgeon [5 defects per knee · 10 knees per surgeon]) with each measurement
instrument (3 techniques) on separate occasions. This sequence was repeated a
second time. In addition to visualization, the 3 measurement techniques used
by the surgeons were as follows: use of a mechanical probe (Smith & Nephew)
with a 3-mm hook perpendicular to the shaft of the tool and with lines along the
shaft of the tool marked in 5-mm increments (3-mm probe), use of a simple metal
ruler (Smith & Nephew) with millimeter demarcations (simple metal ruler), and
use of a tool with a retractable and ﬂexible end and markings every 2 mm
(Arthrex) (sliding metallic ruler tool). A random pattern of knees and measure-
ment tools was determined for each surgeon before investigation. Thus, no sur-
geon knew which technique they were to use or which knee they were to measure
until measurement took place. Table I depicts the randomization process.
Each surgeon sized defects in single knees using each of the 3 measurement
devices in random order, in an effort to prevent measurement bias between in-
struments. Surgeons reported defect size to a research teammember in 1 of 3 ways:
(1) reporting the area directly during visualization (e.g., “3 cm2”), (2) describing the
shape and size of the defect, allowing for subsequent calculation of the area (e.g., “a
circle with a 3-cm radius”), or (3) providing 2 measurement values that then were
multiplied to determine the area (e.g., “2 cm by 1.5 cm”). Each surgeon, using each
of the measuring techniques, measured all 10 knees once. The process was repeated,
but with a different randomized knee and instrument order (Latin square ran-
domization). Thus, each surgeon arthroscopically measured the defects in the
knees on 4 separate occasions, including visualization measurement. The entire
TABLE IV Spearman Rank Correlation Analysis*
Spearman r Coefﬁcient
Measurement
Method Median (95% CI) Range†







Visualization 0.6150 (0.3754-0.7776) 0.4034-0.8032
*Overall Spearman rho correlation coefﬁcients comparing all ratings of
femoral measurements with gold-standard measurements, excluding
tibial data. Pairs generated by each replicate of each rater for each
method (n = 40) were compared with gold-standard measurements to
generate correlation coefﬁcients. †Range of 6 values for each mea-
surement method; see Table V.
TABLE V Individual Spearman Rho Values and 95% CIs*
Replicate Rater Measurement Method Spearman r 95% CI
1 1 3-mm probe 0.7051 0.5044-0.8336
2 1 3-mm probe 0.6591 0.4374-0.8053
1 2 3-mm probe 0.7786 0.6167-0.8773
2 2 3-mm probe 0.6973 0.4928-0.8288
1 3 3-mm probe 0.7847 0.6263-0.8809
2 3 3-mm probe 0.7773 0.6147-0.8766
1 1 Sliding metallic ruler 0.6080 0.3657-0.7731
2 1 Sliding metallic ruler 0.6676 0.4495-0.8105
1 2 Sliding metallic ruler 0.8281 0.6962-0.9059
2 2 Sliding metallic ruler 0.7013 0.4987-0.8312
1 3 Sliding metallic ruler 0.8517 0.7352-0.9193
2 3 Sliding metallic ruler 0.9207 0.8542-0.9576
1 1 Simple metal ruler 0.6708 0.4542-0.8125
2 1 Simple metal ruler 0.7202 0.5269-0.8426
1 2 Simple metal ruler 0.7897 0.6342-0.8838
2 2 Simple metal ruler 0.8719 0.7693-0.9306
1 3 Simple metal ruler 0.8652 0.7580-0.9269
2 3 Simple metal ruler 0.7558 0.5812-0.8639
1 1 Visualization 0.5949 0.3478-0.7647
2 1 Visualization 0.4789 0.1968-0.6878
1 2 Visualization 0.6352 0.4036-0.7903
2 2 Visualization 0.8032 0.6557-0.8916
1 3 Visualization 0.4034 0.1051-0.6351
2 3 Visualization 0.6507 0.4254-0.8000
*Values presented are a breakdown of the values summarized in Table IV.
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process was then repeated a second time, for an assessment of intrarater
reliability, resulting in a total of 1,200 measurements.
Statistical Analysis
Our statistical objectives were to (1) assess the reliability and reproduc-
ibility of cartilage defect measurements and (2) assess systematic bias
inherent in the 4 measurement methods. Repeated-measures data were
analyzed using a mixed-effect linear model in which the 3 surgeons and 10
knees were treated as random effects and the gold-standard values for
defect sizes were used as covariates. The differences between the observed
and gold-standard values were used as the response (see Appendix). Sta-
tistical models were ﬁtted for each anatomical location and measurement
method separately, because variability for individual raters and between
raters (variance component) differed with both of these factors. Predic-
tion bias and 95% prediction limits were computed for the median gold-
standard values using these models. Intraclass and interclass correlation
coefﬁcient (ICC) values for intrarater and interrater reliability were com-
puted using the estimates of relevant variance components. Intraclass and
interclass correlation is an assessment of the reproducibility of quantitative
measurements of the same measure, made more than once by the same
observer or made by different observers
22
. In addition, overall ICC values
were calculated for all ratings using a separate statistical model (see Appen-
dix). Spearman rank correlation analysis was used to evaluate the strength of
the association between the gold-standard femoral measurements and the
measurements of raters. Using pairs generated by each replicate of each rater
for each method, correlations were computed for each measurement method.
The 95% conﬁdence interval (CI) for ICC and Spearman rank correlation
values were computed using Fisher z-transforms of relevant correlation
coefﬁcients.
Statistical analyses were carried out using JMP software (version 10; SAS
Institute). A power analysis was not possible because of the nature of the study
objectives and study design (interrater and intrarater reliability analysis in-
volving multiple anatomical locations).
Results
Five lesions were successfully created in all 10 knees. Le-sion size ranged from 0.36 to 6.02 cm2 (mean, 2.369 cm2)
(Table II and Fig. 1). Each surgeon performed 80 arthros-
copies. A total of 1,200 data points were collected: 300 from
visualization and 900 from sizing with the measurement
instruments. Rater, location of lesion, and measurement
TABLE VI Bias Relative to Gold-Standard (GS) Median Values and 95% Prediction Limits*
95% Prediction Limit (cm2)
Location Measurement Method GS Median Value (cm2) Bias (cm2) Lower Upper
LFC
3-mm probe 2.07 20.64 21.05 20.22
Sliding metallic ruler 2.07 20.33 20.75 0.08
Simple metal ruler 2.07 20.44 20.85 20.02
Visualization 2.07 0.16 20.26 0.58
MFC
3-mm probe 2.72 21.01 21.43 20.59
Sliding metallic ruler 2.72 20.79 21.21 20.37
Simple metal ruler 2.72 20.52 20.94 20.11
Visualization 2.72 20.34 20.75 0.08
Patella
3-mm probe 2.31 20.35 20.76 0.07
Sliding metallic ruler 2.31 20.27 20.69 0.15
Simple metal ruler 2.31 20.14 20.56 0.27
Visualization 2.31 20.24 20.66 0.17
Tibia
3-mm probe 0.70 20.12 20.53 0.30
Sliding metallic ruler 0.70 0.08 20.34 0.49
Simple metal ruler 0.70 20.04 20.45 0.38
Visualization 0.70 0.22 20.20 0.63
Trochlea
3-mm probe 3.13 21.28 21.70 20.86
Sliding metallic ruler 3.13 21.00 21.41 20.58
Simple metal ruler 3.13 20.78 21.19 20.36
Visualization 3.13 21.08 21.50 20.66
*Median values represent the median defect size by location. Bias indicates the predicted mean difference between the estimate for the given
measurement tool at the given anatomical location and the corresponding GS value. LFC = lateral femoral condyle, andMFC=medial femoral condyle.
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method all affected the cartilage defect measurements/
estimates.
The overall intrarater and interrater reliability data are
shown in Table III. Among all femoral lesions, the intrarater
reliability (ICC, 0.7001) and the interrater reliability (ICC,
0.6170) were highest for the sliding metallic ruler tool. The
intrarater reliability (ICC, 0.5067) and the interrater reli-
ability (ICC, 0.3096) were lowest for the visualization method.
According to the Altman guidelines, reliability of 0.0 to 0.20 =
poor, >0.20 to 0.40 = fair, >0.40 to 0.60 = moderate, >0.60
to 0.80 = good, and >0.80 to 1.00 = very good23. On the basis
of these guidelines, good reliability was demonstrated by
the sliding metallic ruler tool for both values (intrarater and
interrater). The visualization measurement method demon-
strated moderate intrarater reliability and fair interrater
reliability.
Tables IV and V present Spearman rho correlation co-
efﬁcients for each measurement method. We assessed the as-
sociation between the gold-standard femoral measurements
and the measurements made by the raters using the different
TABLE VII Standard Deviation Between Replicate Measurements by the Same Rater*
Std. Dev. (cm2)
Location 3-mm Probe Sliding Metallic Ruler Simple Metal Ruler Visualization
LFC 0.4452 0.5578 0.4218 1.1802
MFC 0.4909 0.4076 0.5996 1.1362†
Patella 0.6290 0.6158 0.8410 1.0124
Tibia 0.1971 0.2122 0.2369 0.4494
Trochlea 0.5808 0.5620 0.6936 0.8538
*The replication error variability was substantially higher for the visualization method. LFC = lateral femoral condyle, and MFC= medial femoral
condyle. †Excluding 1 outlier.
Fig. 2 Fig. 3
Fig. 2 Bivariate ﬁt of the difference between gold-standard lesion size and surgeon estimates. The average estimates of defect size are plotted against
the 50 gold-standard values. The regression lines drawn make use of these estimates and use slope and intercept for each of the 4 measurement
methods to represent summary informationabout theslopesand interceptsaveragedover the5anatomical locations.Blue line= simplemetal ruler, red line=
3-mm probe, green line = sliding metallic ruler, and orange line = visualization. Red circle = tibia, blue circle = lateral femoral condyle, green circle =
patella, black circle =medial femoral condyle, and purple circle = trochlea. Fig. 3 Predicted bias (in cm2) of the median values at the 5 anatomical locations
for each of the measurement methods in relation to the gold-standard value (the 0.0 cm2 line). Blue closed dot = simple metal ruler, red open circle = 3-mm
probe, green “1” sign = sliding metallic ruler, and orange “x” = visualization. LFC = lateral femoral condyle, and MFC = medial femoral condyle.
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measuring methods. The simple metal ruler method dem-
onstrated the strongest correlation with the gold-standard
measurements (median Spearman rho, 0.77), whereas the
visualization method demonstrated the weakest correlation
(median Spearman rho, 0.62). On the basis of the Cohen
standards for evaluating correlation coefﬁcients, high corre-
lation (>0.50) existed between all measurement techniques
and the gold standard24.
Surgeons consistently underestimated lesion size, and
the difference between gold-standard size and measured
size was larger (more inaccurate) for larger gold-standard
lesions compared with smaller gold-standard lesions (Ta-
bles VI and VII). Figure 2 shows the difference between
gold-standard lesion size and all surgeon estimates and
demonstrates the general trend of the undersizing of le-
sions as the gold-standard lesion size increased. In addi-
tion, bias (in cm2) in relation to the gold standard among all
surgeons for each anatomical location and measurement
method is depicted in Figure 3. When comparing estimates
of lesion size with the gold standard, 60.5% of the surgeon
measurements underestimated lesion size. The average
difference between the gold standard and the surgeon es-
timate among all locations and all tools was 0.5253 cm2
(range, 0.0239 to 1.1036 cm2). When defects were under-
estimated, defect size inﬂuenced the amount of underes-
timation. Bias from true size tended to increase as lesion
size increased.
Table VI presents the median lesion size among all 10
lesions at a particular location among the 10 knees (gold-
standard median) and the average bias (among all surgeon
estimates) from the gold standard at each location and for
each tool. By location, measurements of tibial cartilage lesions








3-mm probe 0.6691 0.6631
Sliding metallic ruler 0.7607 0.7157
Simple metal ruler 0.7736 0.7541
Visualization 0.6037 0.3096
MFC
3-mm probe 0.6911 0.6527
Sliding metallic ruler 0.8607 0.8098
Simple metal ruler 0.7914 0.6420
Visualization 0.5197 0.3563
Patella
3-mm probe 0.7113 0.5687
Sliding metallic ruler 0.5985 0.4986
Simple metal ruler 0.5497 0.5365
Visualization 0.5138 0.3938
Tibia
3-mm probe 0.6359 0.2973
Sliding metallic ruler 0.5775 0.4018
Simple metal ruler 0.5804 0.1981
Visualization 0.2709 0.0757
Trochlea
3-mm probe 0.4778 0.3866
Sliding metallic ruler 0.6362 0.4113
Simple metal ruler 0.6089 0.4883
Visualization 0.4848 0.2361
*For the lateral femoral condyle (LFC) and the medial femoral condyle (MFC), the ICCs were similar for the 3-mm probe, the sliding metallic ruler,
and the simple metal ruler. ICC values being close to 1 implies that raters are interchangeable. The best agreement was achieved for the MFC, and
the lowest agreement was for the tibia.
985
THE JOURNAL OF BONE & JOINT SURGERY d J B J S .ORG
VOLUME 99-A d NUMBER 12 d JUNE 21, 2017
REL IAB I L ITY OF ARTHROSCOP IC MEASUREMENTS OF ARTICULAR
CARTILAGE DEFECTS IN THE KNEE
were closest to true size. The tibia also had the smallest created
lesions, averaging 0.725 cm2 (range, 0.36 to 1.08 cm2). In
contrast, measurements of lesions at the trochlear site were,
on average, the farthest from true size. The trochlea had the
largest created lesions, averaging 3.32 cm2 (range, 1.40 to 5.19
cm2). Visualization had the largest variation (standard devi-
ation) between replicate measurements by the same rater
(Table VII).
On analysis of measurement methods, use of the 3-mm
probe resulted in lesion sizes that were farthest from true size
(average of median biases for the 5 locations, 20.68 cm2) and
thus was most inaccurate (Table VI). Visualization had the least
average median bias (20.256 cm2). Averagemedian bias for the
sliding metallic ruler tool was 20.462 cm2 and for the simple
metal ruler was 20.384 cm2.
The intrarater and interrater reliability was fair to good
in most areas of the knee. The ICC values calculated for in-
traobserver and interobserver reliability showed distinct trends
by location and measurement method (Table VIII). The
ICC values for both intrarater reliability (ICC-1, the level of
agreement of repeated measurements by a single observer) and
interrater reliability (ICC-2, the level of agreement between
observers) were generally lowest for the measurement of le-
sions at the tibia. The highest ICC-1 and ICC-2 values (best
correlation) occurred for the measurement of lesions at the
medial and lateral femoral condyles. ICC-1 and ICC-2 values
were higher for the sliding metallic ruler tool and the simple
metal ruler for measurements made at the 2 condyles com-
pared with the other locations. Overall, ICC-1 and ICC-2
values were best with the sliding metallic ruler tool. ICC-1 and
ICC-2 values were slightly lower for the simple metal ruler
and 3-mm probe compared with those for the sliding metallic
ruler tool. Overall, visualization had the lowest reliability of all
methods.
Discussion
Several factors may inﬂuence arthroscopically obtained es-timates of defect size: the lesion location, measurement
tool, surgeon, and defect size itself. Most importantly, we found
that intrarater and interrater reliability was fair to moderate for
the evaluation of cartilage lesions using visualization only, but
moderate to good when using a simple metal ruler, sliding
metallic ruler tool, or 3-mm probe. In addition, the determi-
nation of lesion size was dependent on location, was less accurate
as lesion size increased, and was dependent on the method of
measurement. Finally, visualization of cartilage lesions dem-
onstrated the weakest correlation with the gold-standard
measurements, and the simple metal ruler demonstrated the
strongest correlation. Thus, because cartilage treatment al-
gorithms universally use lesion size as a branch criterion,
the surgeon should measure with a probe or a graduated
measurement device (simple metal ruler or sliding metallic
ruler) to optimize reliability and correlation to gold-standard
measurements.
Our ﬁndings have important implications. Algorithms
for treatment choice often base decision points on the size and
location of cartilage defects4,5. Surgeons frequently rely on post-
debridement arthroscopic measurement of defects, and a va-
riety of methods are commonly used to estimate size. Despite
new imaging modalities, many surgeons believe that use of
measuring devices during arthroscopic surgery is necessary for
achieving accurate lesion measurement15,25-27.
Our study is, to our knowledge, the ﬁrst to evaluate
the intrarater and interrater reliability of cartilage defect
measurements. The intrarater and the interrater reliability
were best for the measurement of femoral condylar lesions.
Intrarater reliability was better than interrater reliability in
the patellofemoral joint. The use of visualization demon-
strated less reliability compared with use of a measuring
tool. Use of a graduated measuring tool (simple metal ruler
or sliding metallic ruler) had the best interclass coefﬁcients
in all areas of the knee except the patella, where a probe
performed better. This information may be useful in the
design of prospective and multicenter studies. Many studies
use a 2-cm2 cutoff to determine treatment choice4 or use
size as a method of evaluating study results28-32. Clinical
studies should indicate a consistent method for measuring
lesions to ensure minimal variation among measurement
devices. Measurement tools have moderate to good reli-
ability, and we found best reliability in the femoral condyles.
A more appropriate and reliable instrument to measure
patellofemoral defects is needed to improve the reproduc-
ibility of sizing.
Surgeons consistently underestimated defect size in our
study, and the underestimation and variability increased as
the size of the defect increased. The inaccuracy of arthro-
scopic measurements has been highlighted previously17-19.
Two clinical studies showed an overestimation of sizing by
arthroscopic probe with 4 or 5-mm increments at the time of
arthroscopic surgery17,18. These studies compared measure-
ments of size with a gold standard using a ruler to measure
defect size during the open procedure. In contrast, in a pre-
vious study using several devices, surgeons typically over-
estimated small lesions but underestimated larger lesions (>2
cm2)19. In that study, surgeons performed single measure-
ments with different measuring tools on 1 occasion for the
same knee. This measurement then was compared with a
plastic mold of the defect that accurately reﬂected the true size
of the defect. Our study supports the ﬁnding that arthroscopic
measurement underestimates the size of the defect, and if not
considered, may bias treatment. Differences among previous
clinical and laboratory studies and our laboratory study could
arise from regional biases in sizing of defects or differences in
study design, including the ability to mold the true size of the
defect in laboratory studies.
Interestingly, lesion location inﬂuenced the surgeon’s
ability to accurately size a lesion. Lesions in the trochlea had the
highest bias in measurement, as previously reported19. Vari-
ability in the contour of the trochlea33,34 makes manipulating
instruments arthroscopically to obtain accurate measurement
especially difﬁcult and may explain this variation. In contrast,
the sizing of patellar defects had the smallest variability. This
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difference could be due to the limited amount of curvature in
comparison with the trochlea and femoral condyles, allowing
for more precise anterior-posterior and medial-lateral mea-
surement. Most importantly, this ﬁnding highlights the difﬁ-
culty of cartilage defect measurements along curved surfaces
with large defects.
All measurement tools underestimated the size of the
defects, but the 3-mm probe had the highest measurement
bias at all lesion locations. In contrast, the simple metal
ruler and sliding metallic ruler tool more accurately mea-
sured defect size. These 2 devices also had the best intrarater
and interrater reliability. Although visualization had lower
bias, the interrater and intrarater reliability was fair to
moderate overall, suggesting visualization may not be a
reliable sizing method. Determining the best way to mea-
sure a defect is crucial because clinical studies use lesion
size as an outcome determinant28-32. However, how accurate
lesion measurement needs to be to impact treatment out-
comes in patient care remains to be clariﬁed. Nevertheless,
on the basis of our ﬁndings, prospective studies may beneﬁt
from the use of a clearly line-marked measuring tool for
measuring defects. Reporting of the measurement tech-
nique should be obligatory. In addition, when measure-
ments are in “gray zones” of treatment algorithms, it may be
prudent to remeasure cartilage lesions prior to making
treatment decisions, given the clear possibility of inaccurate
measurement.
We employed a randomization protocol for the evalua-
tion of cartilage defects with various devices. Despite efforts to
eliminate potential biases and allow broad application of re-
sults, our study had some limitations. First, the range of lesion
size was limited in certain areas of the knee, speciﬁcally the
patella and the tibia. All tibial lesions were created arthro-
scopically with a curet that limited possible sizes and shapes in
the uncovered portion of the tibia (weight-bearing portion of
the tibia not covered by the meniscus). Second, lesions of the
patella had a limited range of sizes because of the limited sur-
face area. However, this limited range of sizes likely mimics
in vivo cartilage lesions on the patellar surface.
Despite these limitations, we demonstrated that ar-
throscopic evaluation of articular cartilage lesions in the knee
consistently undersizes lesions, with variable reliability based
on lesion size and location. More accurate methods are
needed to determine the size of articular cartilage lesions,
whether developing new arthroscopic instruments or aug-
menting existing ones. Until better options are available, de-
cisions regarding the clinical treatment of lesions, as well as
studies of treatments for articular cartilage lesions, should
reﬂect this reality.
Appendix
Additional details of the statistical models used are
available with the online version of this article as a data
supplement at jbjs.org (http://links.lww.com/JBJS/D411). n
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